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When image acquisition is gated to ECG it also allows for simultaneous assessment of left ventricular (LV) volumes and function [1] , which are important diagnostic and prognostic parameters for patients with coronary artery disease [2] . The combined information of perfusion and function has shown to improve accuracy for detecting coronary artery disease [3] .
Accurate segmentation of myocardial borders is a requirement for quantification of LV volumes and function. Automatic segmentation methods are superior to manual delineation for observer-independence and reproducibility. However, it is important that the software provides possibility to perform manual correction of the segmentation if necessary. Today there are a number of automated algorithms for quantification of perfusion and LV volumes and function by MPS [4] [5] [6] [7] [8] . Several previous studies have compared LV volumes quantified by those algorithms to the reference standard, cardiac magnetic resonance (CMR) [9] . In the majority of the studies the end-diastolic volume (EDV) and end-systolic volume (ESV) were underestimated by MPS [10] [11] [12] [13] [14] [15] . End-diastolic volume by MPS has also been shown to range from overestimation to underestimation compared to CMR depending on the software package used [16] [17] [18] . Only one study has shown an overestimation in both EDV and ESV by MPS [19] . The primary aim of this study was therefore to develop a new LV segmentation algorithm in gated MPS by using CMR for optimization. A second aim was to test the performance of the new algorithm in comparison to existing algorithms for MPS analysis using CMR as reference standard.
Materials and Methods

Study Population and design
All patients provided written informed consent to participate in the study and the study was approved by the regional ethics committee. A total of 126 patients, referred for MPS imaging due to known or suspected coronary artery disease, were retrospectively included in the study. The patients had also undergone CMR imaging either due to clinical indications or as a part of a research protocol, when the CMR was performed the same day as the MPS.
The time between the two studies was in median 1 day (range 0-57).
Exclusion criteria were cardiac events between the MPS and CMR acquisitions, poor image quality in the CMR image or more than two months between the MPS and CMR acquisition. Patients were randomly divided into training set (26 studies; 17 men, 9 women) and test set (100 studies; 58 men, 42 women). Mean age was 61 ± 9 y (range, 44-78 y) in the training set and 60 ± 12 y (range, 21-81 y) in the test set. The training set was used for optimization of parameters in the automatic LV segmentation algorithm in MPS and the test set was used to validate the automatic LV segmentation. In the test set, 31 % had a clinical history of coronary artery disease, 21 % had a clinical history of prior myocardial infarction, 49 % had hypertension and 7 % had diabetes mellitus. Clinical characteristics concerning perfusion defect size and affected coronary artery territory are presented in Figure 1 . Eighty-eight of the patients in the present study were also included in a previous study comparing LV volumes in MPS to CMR [13] .
MPS Acquisition and Analysis
Myocardial perfusion SPECT was performed according to established clinical two day protocols using a dual head camera (ADAC, Milpitas, CA). Gated MPS images were acquired at rest for each patient, after injection with 400-800 MBq 99m Tc tetrofosmin (Amersham Health, Buckinghamshire, UK) depending on bodyweight. The patient was placed in supine position and imaged in steps of 5.6 degrees using a 64x64 matrix with a pixel size of 5x5 mm and a slice thickness of 5 mm. Images were gated to electrocardiogram using 8 frames per cardiac cycle. Image acquisition time was approximately 15 minutes. Iterative reconstruction using maximum likelihood-expectation maximization (MLEM) was performed with a low-pass Butterworth filter.
Twelve MLEM iterations were used with filtered-back projection image as the starting condition and a cutoff frequency set to 0.55 of Nyquist and order 5.0.
No attenuation or scatter correction was applied. Short-axis images were reconstructed semi-automatically with manual adjustments using the program AutoSPECT Plus (Philips Pegasys software version 5.01).
Reconstructed MPS images were loaded into each of five software packages; Segment (version 1.8R1554; Medviso AB, Lund, Sweden), Quantitative Gated SPECT (QGS) (version 4.0; Cedar-Sinai Medical Centre, Los Angeles, CA) [4] , MyoMetrix (Xeleris version 2.1220; GE Healthcare) [5] , Emory Cardiac Toolbox (ECTb) (version 3.05; Emory University Medical Centre, Atlanta, GA) [6] , and Exini heart (version 3.1; Exini Diagnostics AB, Lund, Sweden) [7] .
Default settings without manual interactions were used for the fully automatic To compare base and apex definition between the MPS LV segmentation algorithms, 20 patients were randomly selected from the test set. In this subset, apical-basal distance (mean of end-diastole and end-systole) and atrioventricular-plane (AV-plane) displacement were compared between Segment and the four other MPS software packages.
CMR Acquisition and Analysis
CMR image data were acquired in both short-axis and long-axis projections with a 1.5 T scanner (Intera, Philips Medical Systems, Best, the Netherlands).
Short-axis imaging covering the entire LV was undertaken using a retrospectively triggered balanced steady-state free precession (SSFP)
sequence. Typical imaging parameters were TR/TE: 2.9/1.5 ms, flip angle 60°, 30 time frames per cardiac cycle, pixel resolution 1.4x1.4 mm, slice thickness 8 mm and slice gap 0 mm.
The CMR image analysis was performed in the software Segment. Endo-and epicardium of the LV were manually traced by experienced observers in each short-axis image slice in both end-diastole and end-systole. The LV base and apex were defined by comparison with the long-axis images using established methods [21] . Trabecular and papillary muscles which were not contiguous to the myocardial wall were excluded and the endo-and epicardium were adjusted to preserve LVM throughout the cardiac cycle. Based on the final LV segmentation, EDV, ESV, EF and LVM were calculated. The delineation was performed in consensus by two observers. To determine interobserver variability, a third observer, blinded to the first delineation manually delineated the LV in a subset of 10 out of the 100 patients in the test set. The observers were physicians with 4, 11 and 11 years of both clinical and research experience of CMR, respectively. The delineations were performed blinded to MPS data and clinical data for the patients.
Segmentation Algorithm for LV
The proposed algorithm for segmentation of the LV in gated MPS images is implemented in the software Segment (http://segment.heiberg.se). Segment is a software platform where both manual and automatically analysis of cardiovascular images from different imaging modalities can be performed [22] . The proposed algorithm is fully automatic and is an extension of the LV segmentation algorithm previously described for ungated MPS images [23] . A summary of the LV segmentation algorithm for gated image stacks are presented below and in Figure 2 . A more detailed description of the algorithm is given in Appendix A. Threshold and parameter values used in the algorithm were all optimized in the training set by comparing the result from MPS to CMR.
The first step for the algorithm was calculating an ungated image stack, as mean over all time frames. In this ungated image stack the LV base and apex were defined by short-axis slices satisfying both volume and counts thresholds. Within the LV, the midmural line was estimated by the position representing peak count in radial direction. On each side of the midmural line, the myocardial borders were defined by the position representing 90 % of radial peak count with restriction on wall thickness and were refined with spline fitting. In the last step the basal outflow tract was defined and LV volumes were calculated. The steps above correspond to P1-U9 in Figure 2 .
The LV base and apex in the gated image stack were defined using the LV base and apex definition from the ungated image stack and restriction on AVplane displacement. Within the LV, the midmural line was defined by search for peak count in radial direction and was refined by spline fitting. On each side of the midmural line, the myocardial borders were defined by minimizing the difference between the ungated image stack and the gated image stack regarding LVM and mean LV lumen volume. In the optimization, the LVM was preserved over the heart cycle and a lumen expansion parameter was used in order to compensate for underestimation of the LV lumen radius caused by the limited spatial resolution. From the LV segmentation, end-diastole and end-systole were defined as the time frame with largest and smallest lumen, respectively, and LV volumes and functional values were calculated. The steps above correspond to G1-G5 in Figure 2 .
Statistical analysis
Values are presented as mean ± SD unless otherwise stated. The error for the consider significantly different for a parameter, the Student's paired t-test using the Bonferroni correction was performed to test the difference between two methods. Differences in correlation coefficients were tested by a Chisquare test for correlated correlation coefficients [24] . If the Chi-square test on the level 0.05 was considered significantly different for a parameter, a pairwise Z-test using the Bonferroni correction was performed to test if the correlation coefficients for the Segment algorithm differed from the correlation coefficients for the other MPS software packages. Intraobserver variability was calculated as mean ± SD of the difference between observations. A pvalue < 0.05 was considered statistically significant.
LV volumes and EF was calculated as ((value by MPS)-(value by
CMR
Results
Comparison between MPS by Segment and CMR
The LV volumes and EF for the test set by MPS and CMR are presented in Table 1 and Figure 3 . There was no significant difference between MPS by Segment and CMR for EDV, ESV, EF and LVM, respectively.
Linear regression analysis of the relationship between error in the LV volumes / EF, and the four LV parameters is presented in Table 2 . The result shows that wall thickness was a strong predictor for error in LVM (R 2 = 0.73), and hence a source of error in LVM quantification. The mean end-diastolic wall thickness in MPS by Segment was 6.3 ± 0.4 mm, compared to 6.1 ± 1.2 mm for CMR. The mean end-diastolic LV dimensions for the manually outlined CMR images were 97 ± 11 mm for apical-basal distance and 28 ± 3.2 mm for mid-ventricular lumen radius. The interobserver variability for CMR was -2 ± 2 % for EDV, -1 ± 2 % for ESV, 0 ± 1 % for EF, and 2 ± 6 % for LVM.
By varying the myocardial border threshold in the LV segmentation algorithm by Segment, a significant change in mean LVM was found for a threshold ≤ 88 or ≥ 92 when compared to using the default threshold value of 90 %. Mean EDV and ESV were significantly changed for a threshold ≤ 81 or ≥ 96 and mean EF for a threshold ≤ 84 or ≥ 95.
Comparison between MPS software packages
The comparison between the five MPS software packages is presented in Table 1 and Figure 4 . The bias in EDV, ESV and LVM was lower with Segment than the four other MPS software packages. The bias in EF was similar with Segment, QGS, MyoMetrix and Exini, but higher with ECTb. The correlation coefficients for LV volumes and EF were not significantly different between Segment and the other MPS software packages. In Figure 5 , the LV segmentation by CMR and all five MPS software packages is illustrated for a patient for whom the LV volume errors were close to mean bias for all MPS software packages.
In the subset of 20 patients, there was no significant difference in apical-basal distance between the MPS software packages (ANOVA p = 0.75).
Furthermore, there was no difference in AV-plane displacement between Segment, and MyoMetrix, ECTb and Exini. QGS defines AV-plane displacement with a mean bias of 6.3 mm lower than Segment, (p < 0.01).
Discussion
The major finding of this study was that LV volumes and EF in MPS by Segment show no bias compared to CMR over a wide range of clinically relevant LV volumes. Compared to four commercially available MPS software packages, Segment had lower bias for quantification of EDV, ESV and LVM and lower or equal bias for EF, using CMR as reference standard.
Comparison between MPS by Segment and CMR
There was a good agreement between CMR and MPS by Segment, with no Figure 3H .
This trend was correlated to wall thickness by CMR ( Table 2) .
The study population consisted of patients with and without perfusion defects.
As presented in Table 2 , no or very weak correlations between error in LV volumes / EF and defect size were found. Thus, in this study presence of perfusion defects had little effect on the accuracy of the LV segmentation by Segment.
Comparison between MPS software packages
The correlation coefficients between MPS and CMR for LV volumes and EF were similar between Segment and the four other MPS software packages, and in line with results reported in earlier studies [10] [11] [12] [13] 16, [14] [15] [17] [18] [19] . In the current study the EDV and ESV were underestimated by MPS, as compared to CMR, when using QGS, MyoMetrix, ECTb and Exini. This underestimation has been observed in previous studies, with the same magnitude [12] [13] or with a lower magnitude [11, 10, 15] . The lower magnitude of the underestimation may be explained by older turbo gradient echo CMR sequences in those studies compared to the current standard SSFP imaging that was used in the current study. It has been shown that turbo gradient echo imaging shows significantly smaller EDV and ESV compared to SSFP imaging [25] . In contrast to the findings in the present study, EDV and ESV by QGS, ECTb and Exini were shown to range from underestimated to overestimated compared to CMR [16] [17] 19] . The lower bias between MPS and CMR in [16] [17] The overestimation by MPS in the study by Faber et. al. [19] may be explained by the use of older turbo gradient echo CMR imaging in that study compared to the SSFP imaging that was used in the current study.
In previous studies, the underestimation of EDV and ESV was mainly 
Study limitations
The CMR and MPS imaging were not performed simultaneously, and the physiological states of the patients can therefore differ between the two studies. To reduce this risk, only patients without cardiac events between the studies were included, and a majority of the studies (69 %) were performed within one day of each other. The different MPS software packages have their own recommendations for how to reconstruct the images. This study only includes MPS data reconstructed by an iterative approach according to a normal clinical protocol. The parameters in the LV segmentation by Segment were optimized for the image reconstruction method used in this study, and the parameters dependence on pixel size and reconstruction method for the MPS images was not investigated.
Conclusion
The Segment software quantifies LV volumes and ejection fraction by MPS with similar correlation and a low bias compared to other MPS software packages, using CMR as the reference standard. Hence, the Segment software shows potential to provide clinically relevant volumes and functional values from MPS. Data are presented as mean ± SD (range). Correlation and significant differences are shown for comparison between the MPS software packages and CMR. ns not significant, *** p < 0.001. Wall thickening, AV-plane displacement, and lumen radius change were computed as the difference in value between end-diastole and end-systole.
Tables
Defect size in MPS was quantified by the software QPS. The most significant relation was between wall thickness and error in LVM. ns not significant, * p < 0.05, ** p < 0.01, *** p < 0.001.
Appendix A LV segmentation algorithm
The labels in the following sections refer to the labelled steps in Figure 2 . U2) The LV center was estimated in the LV short-axis slices in three steps.
Preparation of image stack
First, a circle was fitted to high counts in each mid-ventricular slice. The middle of these circles was used as a first estimation of the mid-ventricular LV center points. This estimation was then refined by fitting a first degree polynomial to the points. Finally, this line was extrapolated in basal and apical direction, and thereafter defines the LV center through the whole LV.
U3) When the LV center was defined the ROI was centered in the LV center and the diameter was set to 90 mm. The diameter was derived from the maximal epicardial diameter in the CMR training set. Base and apex were then redefined as described in section U1.
U4) To calculate the mean wall thickness, myocardial borders were estimated in the mid-ventricular slice with highest total counts within the ROI. The midmural line was estimated as the location of the radial peak count, and myocardial borders were defined as the location of 90 % of radial maximum, on each side of this line. The border threshold was derived in the training set by minimizing the difference in LVM between CMR and MPS. Wall thickness was then defined as the mean distance between endo-and epicardium.
U5) The definition of the myocardial borders in the whole LV starts by estimation of the midmural line in each LV short-axis slice. The line was defined as the location of the peak count in the radial direction from the LV center. To exclude outliers, the line was refined using a cost-minimization algorithm [23] .
U6) The radius of the midmural line was used to identify incorrect apex 
LV segmentation in the gated image stack
G1) The segmentation of LV in the gated image stack starts by using the ungated reference LV center as definition of the LV center in all time frames.
G2) Thereafter, base and apex were estimated separately in each time frame, as described in U1 with a ROI centered in the LV center and a radius derived from the ungated reference maximal epicardial radius. The base estimation in the first time frame was restricted to be within one slice from the ungated reference base, and the AV-plane displacement to be within 5 to 20 mm (1-4 slices). The apex estimation was restricted to be within one slice from the ungated reference apex, and the apex displacement to be within 0 to 5 mm (0-1 slices). The estimation of base and apex were then adjusted to be smooth over the cardiac cycle. The displacement thresholds were derived from the CMR training set.
G3) In the LV slices, the midmural line was estimated as the location of the peak count in the radial direction from the LV center. This estimation was refined by fitting a 3 dimensional spline, as described in Appendix B.
G4) On each side of the midmural line, myocardial borders were defined simultaneously for all time frames by an optimization algorithm. The algorithm minimizes the differences in LVM and mean LV lumen volume (LVV) between the ungated image stack and the gated image stack. In the minimization, the LVM was preserved over the heart cycle. The objective function (F) was where t is the time frame in the gated image stack, T is the number of time frames, and = 0.73, is a lumen expansion parameter. The lumen expansion parameter compensated for the underestimation of the LV lumen radius. This was a consequence of the limited spatial resolution and the convexity of the myocardium, which produced a shift of the activity towards the LV center [27] .
The value of the lumen expansion parameter were derived from the training set by minimizing the difference in EDV and ESV between MPS and CMR.
G5) Finally the outflow tract was defined according to the ungated reference outflow tract. Based on the LV segmentation, the end-diastole was defined as the time frame with largest lumen and end-systole as the time frame with smallest lumen. Thereafter, EDV, ESV, EF and LVM were calculated.
Appendix B Surface refinement by spline fitting
To have a smooth surface representation and exclude data points outliers, the myocardial and midmural surfaces were refined by fit a spline to the estimated surface points. For non-gated image stacks the resulting spline surface was 2 dimensional, and for gated image stacks 3 dimensional. The spline was fitted to the data points by a least square surface approximation [28] . The surface was build up by fitting curves across the data in one direction at a time, starting in the temporal direction, thereafter in the longitudinal direction and finally in the circumferential direction. The surface approximation used a fixed number of control points in each direction and a fixed degree of the fitted curves. The number of control points and the degree of the fitted curves were derived from the MPS training set in order to generate a smooth surface. The number of control points and the degree of the fitted curve were respectively, 10 and 2 in the circumferential direction, 3 and 3 in longitudinal direction, and 4 and 2 in temporal direction.
In each direction the m given data points, Q, were approximated in a least square sense by a nonrational curve C of degree p, according to where the corner points were generated exactly and the remaining Qk were approximated by with respect to the n control points Pi. N was the B-spline basis functions, and parameter values assigned to each Qk. Distribution of perfusion defects according to coronary artery territories. A patient could be represented in more than one group due to multivessel coronary artery disease. LAD = left anterior descending coronary artery, RCA = right coronary artery, LCx = left circumflex coronary artery.
FIGURE 2
Flow scheme for the segmentation algorithm for LV by the Segment software. The labels P, U and G stand for preparation, ungated and gated, respectively. Each step in the algorithm is more extensive described in Appendix A. 
